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Radioluminescence optical fibre sensors are gaining importance since these devices are promising in several applications like high
energy physics, particle tracking, real-time monitoring of radiation beams, and radioactive waste. Silica optical fibres play an
important role thanks to their high radiation hardness. Moreover, rare earths may be incorporated to optimise the scintillation
properties (emission spectrum, decay time) according to the particular application. This makes doped silica optical fibres a very
versatile tool for the detection of ionizing radiation in many contexts. Among the fields of application of optical fibre sensors,
radiation therapy represents a driving force for the research and development of new devices. In this review the recent progresses
in the development of rare earth doped silica fibres for dosimetry in the medical field are described. After a general description
of advantages and challenges for the use of optical fibre based dosimeter during radiation therapy treatment and diagnostic
irradiations, the features of the incorporation of rare earths in the silica matrix in order to prepare radioluminescent optical fibre
sensors are presented and discussed. In the last part of this paper, recent results obtained by using cerium, europium, and ytterbium
doped silica optical fibres in radiation therapy applications are reviewed.
1. Introduction
An optical fibre based dosimeter basically consists of a small
scintillator coupled to a passive fibre of suitable length for
remote signal transport to an optical detector (e.g., photo-
multiplier, photodiode, etc.). Such configuration has several
advantages in radiation dosimetry applications. Indeed, the
small volume of the detector makes the radiation field
perturbation negligible, leading to high spatial resolution and
point dose evaluations.These systems may enable a real-time
measurement of the dose, providing a direct feedback to the
medical physician during a radiation therapy (RT) treatment.
In vivo measurements on patients take also advantage by the
lack of any electrical supply.
Furthermore, provided that a suitable scintillatormaterial
is used, an optical fibre based dosimeter is characterized
by high sensitivity and reproducibility, independence of
sensitivity upon accumulated dose, independence of the
response from the environmental conditions, linearity of the
response over a wide range of doses/dose rates, high radiation
hardness, and nontoxicity for medical applications.
However, for an effective use of these systems as dosime-
ters in RT, the stem effect, that is, the spurious luminescence
that is produced as consequence of the irradiation of the pas-
sive optical fibre, still remains one of the main challenges to
face. Indeed, if the spurious signal is not properly subtracted
from the total scintillation signal, the dosimetric properties
of the system may be drastically impaired.
The possible mechanisms causing the stem effect during
the irradiation of optical fibre based dosimeters are fluores-
cence and phosphorescence phenomena, as well as Cerenkov
light [1]. Fluorescence may occur in the light guide due to the
intrinsic scintillation properties of the material constituting
the optical fibre (typically silica but often different polymeric
materials have also been used). Phosphorescence is caused by
charge trapping and detrapping phenomena, an effect of the
intrinsic defects in fibrematerial [2]. Finally, Cerenkov radia-
tion is generatedwhen the charged particles (i.e., electrons for
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Figure 1: Temporal distribution of the manuscripts about the use
of optical fibre based dosimeters in radiation therapy available in
literature (from Scopus).
conventional RT) pass through themedium at a speed greater
than the speed of light in the medium itself [3].
The first studies aimed at exploiting the properties of
optical fibre based scintillation dosimeters in radiation ther-
apy date back to the early 90s. Beddar and colleagues [4]
investigated the physical characteristics of water-equivalent
plastic scintillation detectors for high energy beamdosimetry
and tried to face the problem of the stem effect through
the use of a second reference fibre [5]. Indeed, the system
consisted of two optical fibre light guides running parallel to
each other, one optically coupled to a plastic scintillator and
the other used to subtract the background signal due to the
radiation-induced light generated in the optical fibre.
The interest for such types of dosimetric systems
remained rather limited during the following years, as
attested by the relative few research papers available in
the literature in that period (Figure 1). As examples, de
Boer and colleagues [6] performed spectral measurement
of radiation-induced light in plastic scintillator dosimeters
and investigated the feasibility of optical filtering for the
stem effect subtraction. Flu¨hs and colleagues [7] developed
dosimeters based on plastic scintillators for a variety of
applications in radiation therapy and, in particular, employed
such systems for eye plaque dosimetric treatment optimiza-
tion. Le´tourneau and colleagues [8] studied the properties
of a miniature scintillating detector, suitable for small field
radiation dosimetry, using a configuration similar to that of
Beddar [4] for facing the limitation due to the stem effect.
Over the last decade, significant improvements were
made in radiation therapy technologies. In fact, the new
medical linear accelerators or dedicated technologies are
now able to irradiate the planned target volumes and avoid
adjacent organs at risk using intensity-modulated fields [9,
10]. Moreover, increased use is being made of radiosurgery
for small cranial lesions and stereotactic body radiation
therapy for small body targets. These progresses called for
a simultaneous improvement of detectors and dosimeters
for the maintenance of a satisfactory quality assurance pro-
gramme of these systems. Furthermore, the possibility to
perform prompt checks of the delivered dose through in
vivo dosimetry studies becomes extremely important for RT
treatments characterised by a high dose per single fraction
[11].
Optical fibre based radioluminescence dosimeters are a
promising option for these purposes and therefore the inter-
est for these types of detectors is rapidly increasing, as well as
the number of papers on this topic available in the literature
(Figure 1). In fact, various groups are performing research on
these types of detectors, considering different organic and
inorganic scintillating materials [12, 13]. In addition to the
choice of the scintillating material, the recent research has
addressed the implementation of an efficient procedure for
removing the stem effect contribution. Variousmethods were
proposed in literature to distinguish the scintillation signal
from the spurious one. The above mentioned first approach
based on the use of a second reference fibre to separately
measure the spurious signal [4] was proved to give reliable
results in various tests under controlled conditions, but it
showed some weaknesses with modern treatment modalities
[12]. Moreover, although simple from a theoretical point of
view, this approachhas the disadvantage to increase the size of
the detector, worsening therefore the spatial resolution, key-
element in case of stereotactic radiation field monitoring.
A second method, initially proposed by Clift and col-
leagues [14] and then successfully implemented by Andersen
and colleagues [15], is based on the temporal discrimination
between the scintillating signal of interest and the Cerenkov
light. This approach can be efficiently used with rather slow
inorganic scintillators, characterised by long scintillation
decay times, provided that the spurious signal is mainly due
to the Cerenkov effect and not to other slower fluorescent
phenomena occurring in the optical fibre material.
A third method for discriminating the dosimetric lumi-
nescence signal from the spurious one is based on optical
separation of their emissions. After the first paper of de
Boer and colleagues [6], chromatic stem effect removal
approaches, making use of interference or dichroic filters,
were proposed in more recent literature, especially for plastic
scintillators [16, 17]. Guillot and colleagues [18] showed that,
using this method, a high level of accuracy in correcting
measurements for the effect of Cerenkov radiation can be
achieved.Themain limit of this approach is the elaborate and
critical calibration procedure initially required [12]. As far as
the authors know, the only system available in themarket (i.e.,
Exradin W1 Scintillator, Standard Imaging) is based on this
discrimination method.
An alternative approach aimed at preventing Cerenkov
light was followed by Lambert and colleagues [19] through a
suitable design of the radioluminescent dosimeter, that is, by
including a rigid air core light guide between the scintillator
and the optical fiber. The weak aspect of this system is the
poor mechanical flexibility which may introduce difficulties
in in vivo dosimetry studies.
In addition to the external radiation therapy by means
of innovative accelerators, a rapid diffusion of High-Dose-
Rate (HDR) brachytherapy units occurred in the last few
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years. In this context, optical fibre based dosimeters proved
to be of great interest for in vivo dosimetry application,
thanks to their real-time response and the possibility of dose
evaluation to inner organs and tissues close to the planned
target volumes [20–24].
Our research has mainly addressed the development and
application of doped silica optical fibres. Indeed, silica optical
fibres are characterised by high radiation hardness and,
therefore, they are promising for dosimetry applications in
high radiation environments. Moreover, various rare earths
may be considered as dopants in the silica matrix in order to
obtain scintillators with different RL properties, in terms of
both emission spectrum and decay time. This makes doped
silica optical fibres an interesting versatile tool for ionizing
radiation monitoring in a broad range of applications.
The road toward the production of suitable optical fibre
based dosimeters was characterized by three main phases:
(1) preparation of silica glass bulk samples by sol-gel
method and their preliminary optical and physical
characterization,
(2) production of preliminary optical fibre sensors by
“powder in tube” method,
(3) standardisation of the procedure for optical fibre
sensors preparation by drawing a monolithic rod
produced entirely by sol-gel method.
2. Experimental Methods and Results
2.1. Preparation and Characterisation of Silica Glass Bulk
Samples. Silica glasses with rare earth (RE) molar ppm
concentration (mol ppm= (moles of RE/(moles of RE+moles
of SiO2)) × 106) in the range 0–5000 ppm were prepared by
the sol-gel method.
Tetraethyl orthosilicate (TEOS, Aldrich, 99.999%), RE-
(NO
3
)
3
⋅6H
2
O (Aldrich, 99.99%), [RE = Ce, Eu, Gd, Tb, Yb,
etc.] were used as precursors.
TEOS (2.0mL) was mixed with ethanol (HPLC grade
reagent) and with suitable volume of 0.1M ethanol solutions
of Ce(NO
3
)
3
⋅6H
2
O or other RE, according to the glass
composition. The volume of pure ethanol introduced in the
SOL solution depended on the amount of RE solution, as the
total volume was 8.0mL. Finally, 1.20mL of water (Merck
analytical grade) was added under stirring (H
2
O : TEOS
molar ratio 7.4).
The resulting clear solutions were sealed in polypropylene
containers (5 cm in diameter) and stored in a thermostatic
chamber at 35∘C. Gelation occurred in 10–20 days. After-
wards, samples were aged for 2 days and, subsequently, small
holes were produced in the container covers in order to
induce slow drying of the alcogel. Drying of the alcogels
was reached in about 1-2 weeks at 35∘C, yielding transparent
xerogels. After a couple of months of aging, densification
of xerogels to glasses was carried out through a sintering
procedure up to 1050∘C.
Specifically, samples were heated under an oxygen stream
up to 450∘C (heating rate 6∘C/h) and maintained at this
temperature for 24 h; then the samples were more slowly
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Figure 2: RT Raman spectra of SiO
2
: 0.1mol% Ce samples charac-
terized by different densification temperatures.
heated to 1050∘C (4∘C/h) under synthetic air. However, we
remark that the use of these different atmospheres in the
final densification stage did not significantly influence the
investigated properties of the materials. Finally, the oven was
switched off and the temperature was decreased to room
temperature in about 10 h.
Plates 15mm in diameter and 1mm thick (sometimes in
fragments) were obtained. ICP-MS-LA analysis (Inductively
Coupled Plasma-Mass Spectrometer, Perkin Elmer DRC-e,
equipped with NewWave UP 213 Laser Ablation sampler) on
RE-doped silica glasses confirmed the nominal compositions.
Besides, OH content, monitored by IR absorption, was lower
than 1mol%.
The influence of the densification process of the xerogels
on the structural properties was investigated by Raman
spectroscopy. As an example, in Figure 2 the Raman spectra
of SiO
2
: 0.1mol% Ce at different densification temperatures
(𝑇
𝑑
) are reported: at the lower temperature of 450∘C, intrinsic
Raman features of SiO
2
are observed at about 440, 800, and
1060 cm−1 (𝜔
1
, 𝜔
3
, and 𝜔
4
, resp.) [25], together with D
1
and
D
2
peaks at 490 cm−1 and 610 cm−1 assigned to symmetric
stretching modes of fourfold and threefold rings of SiO
2
tetrahedra [26]; moreover, peaks at 920 and 980 cm−1 and
attributed to Si–OHstretchingmodes [27] are detected.Upon
increase of𝑇
𝑑
, these peaks decrease and are nomore observed
after densification at 1050∘C. At the same time, the intensity
of the 𝜔
1
band increases with respect to D
1
while the D
2
peak
increases after 750∘C densification and is lowered after the
last 1050∘C treatment. The Raman spectrum of the 1050∘C
densified silica strongly resembles that of vitreous SiO
2
[28],
indicating that such treatment leads to a complete glass
formation.Moreover, the disappearance of OH-related bands
proves that such thermal process provides desorption of the
majority of OH groups initially present in the xerogels, as put
in evidence in better detail by IR absorption measurements
[29].
On the other hand, in the doping range 0.5–5mol%
Ce, the appearance of a Raman peak at ∼460 cm−1 was
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Figure 3: Raman spectra obtained on SiO
2
: 5mol% Ce before and
after RTT. For comparison the spectrum of undoped SiO
2
is also
shown. In the inset the Raman spectrum of pure CeO
2
raw powder
is displayed.
evidenced (Figure 3). This peak could be assigned to a CeO
2
crystalline phase after comparisonwith a commercial powder
of pure CeO
2
, yielding a symmetrical stretching vibration
(F
2g symmetry of a fluorite structure) at 464 cm
−1 [30]. The
Full Width at Half Maximum (FWHM) of the peak was
observed to decrease by increasing Ce concentration and by
RTT, suggesting an increase of the size of CeO
2
nanocrys-
tals. Following parallel investigations including also X-ray
diffraction (XRD) and transmission electron microscopy
(TEM) analyses, the size of such clusters was found to
be approximately 15–20 nm after RTT treatments, slightly
increasing by increasing Ce3+ concentration from 1 up to
5mol%. The formation of CeO
2
clusters, where Ce is not
luminescent, can surely be considered one of the sources of
luminescence quenching observed at high Ce concentration,
and it constitutes a drawback preventing the use of high Ce
concentrations in the glasses.
Figure 4 shows typical examples of the radiolumines-
cence (RL) spectra of Ce-doped silica glasses and Eu-doped
silica glasses, obtained by irradiating the samples with 32 kV
X-rays.
The RL spectrum of the Ce-doped silica glass was char-
acterized by a broad emission band, centred around 480 nm,
related to the radiative transition 5d–4f of Ce3+. The RL
spectrum of Eu-doped glass was characterized by a narrow
main peak around 620 nm related to the 5D
0
-7F
2
transition
of Eu3+. Weaker peaks below and above this wavelength due
to the further transitions 5D
0
-7F
𝑗
(𝑗 = 1, 3, 4) of Eu3+ can also
be observed.
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Figure 4: RL spectra of Ce- and Eu-doped silica glasses irradiated
with 32 kV X-rays.
A rapid thermal treatment (RTT) can be performed after
densification at 1050∘C in order to improve the scintillation
properties of the RE by using an oxidizing oxygen-hydrogen
flame: after a very quick temperature increase (2–4 s), the
sample was kept at 1800 ± 50∘C for approximately 10 s and
then rapidly cooled in air.
Examples of the temperature ramp used for performing
the RTT and the related increase of scintillation efficiency
observed in Ce-doped silica glasses are shown in Figures
5(a) and 5(b), respectively. For sake of comparison, the
scintillation efficiency of a 7 × 7 × 1mm3 plate of Bi
3
Ge
4
O
12
(BGO) single crystal of high quality grown by Bridgman
technique at the Shonan Institute of Technology, Fujisawa,
Japan, is also shown in Figure 5(b).
2.2. Preparation and Characterisation of
Doped Silica Optical Fibres
2.2.1. The Powder in Tube Method. RE-doped SiO
2
powders
were produced by a simple modification of the synthesis
procedure described above to obtain bulk doped-samples.
Specifically, in order to produceCe-doped silica optical fibres,
the SOL solution is prepared with the following composition:
ethanol 99.9% 18mL; TEOS 6mL; Ce(NO
3
)
3
⋅6H
2
O solution
in ethanol (10mg/mL) in the amount to obtain doping of 600
molar ppm Ce in SiO
2
; water 3.6mL.
The sol-gel transition is reached after several days in
thermostatic chamber at 35∘C. Rapid drying in rotating
evaporator allows obtaining xerogel powder; further grinding
in agate mortar improves the grain size uniformity.
Slow sintering up to 1100∘C under both oxidizing (O
2
)
atmosphere and vacuum in a quartz chamber gives the final
glass powder; in detail, a fist ramp at 10∘C/h up to 450∘C is
followed by a stasis of 24 hours; a second ramp at 6 or 10∘C/h
is used to reach the final temperature of 1100∘C. Following
this procedure, the powder is treated in vacuum at higher
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Figure 5: Rapid thermal treatment performed on RE-doped silica glasses: (a) temperature versus time curve used for this procedure
(experimental data obtained from optical pyrometer), (b) typical example of scintillation efficiency increase observed in Ce-doped glasses.
15 cm
Figure 6: Examples of some preforms prepared by the powder in
tube method.
temperature (1500–1600∘C) for some minutes (rapid thermal
treatment) in order to improve the rare earth scintillation
efficiency and remove the OH content excess. In order to
obtain the fibre optic preform, the powder is subsequently
introduced in a small suitable quartz tube (Figure 6) under
vacuum condition (10−4-10−5mbar), and voids in the powder
are eliminated by using an ultrasonic bath. The tube is
vacuum-sealed and then drawn in a furnace at 2100∘C. The
fibre diameter has been changed by changing the pulling
speed between aminimumof 100 and amaximumof 660𝜇m.
The fibre refractive index profile has been analyzed in a
fibre with ∼105 𝜇m diameter using a YORK Instruments S14
analyzer (core dimension ∼80𝜇m). In Figure 7 the refractive
index measured along the fibre diameter is reported. The
measurement shows that there is no difference between the
core and the cladding refractive indexes (the quartz tube
container); thus themodification of the silica refractive index
induced by the small concentration of dopant is negligible.
The guiding effect is given by the silica/air interface that has
a numerical aperture ∼1.
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Figure 7: Refractive index profile in a fibre with ∼105 𝜇m total
diameter (core diameter equal to ∼80𝜇m).
Due to the nature of the manufacturing process, some
voids are not completely closed during the fibre pulling and
some sporadic bubbles appear in fibre section (Figure 8).
Nevertheless the fraction of scattered light that is lost is small
because of the high numerical aperture of the fibre and the
degradation of the scintillating signal is limited.
Summarizing, the powder in tube method has proved
to have the advantage of a fast and simple preparation;
by contrast drawbacks are represented by possible voids
due to powder inhomogeneity, imperfect coupling with
the cladding, variable diameter, and achievable short fibres
(length 2–20m).
In order to improve the optical andmechanical properties
of the doped silica fibres, a new procedure has been opti-
mized, as briefly described in the following section.
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Figure 8: Microscope photograph of a fibre cross-section. The
extension of the core (A) and the cladding (B) is clearly visible.
Some voids are not completely closed (C) and some bubbles (D) are
evident too.
2.2.2. The “Rod in Tube” Method. A similar method to the
bulk synthesis described above can be used to produce small
cylinders of glass that can be assembled in a suitable preform
for optical fibre production. Typical dimensions of such
cylinders are 25 to 50mm in length and 10 to 15mm in
diameter. Optical fibres can be obtainedwithout any cladding
(or adding a polymeric cladding during pulling) simply by
drawing the cylinder welded on a couple of silica handles
(Figure 9). Alternatively a fluorine doped silica tube can
be collapsed around the RE-doped cylinder to produce a
suitable preform resulting in fibres with fluorine doped silica
cladding.
The rod in tube method proved to enable a better
morphology and homogeneity in the fibre diameter; longer
fibres can be obtained (50–500m), no voids are expected, and
totally active fibres can be prepared.
2.3. Doped Silica Optical Fibre Based Dosimeters. Optical
fibre based dosimeters were obtained by fusion-splicing
(by Starlight Srl, Italy) a ∼220𝜇m diameter doped fibre to
commercial optical fibres.We used 3MHardCladmultimode
commercial fibers, with numerical aperture equal to 0.48,
whose silica core was ∼200𝜇m in diameter (∼225𝜇m con-
sidering the cladding).
Traditionally, cerium was used as dopant because of its
very high RL efficiency. Ce-doped silica optical fibres proved
to be an effective tool for dosimetric studies carried out with
both soft X-rays [31, 32] and more energetic fields used in
conventional radiotherapy [33, 34] and in proton therapy
[35].
These studies were performed by using a photomultiplier
tube (Hamamatsu, R7400 P) operating in photon-counting
mode as optical detector. The signal was then processed by a
dedicated acquisition unit (EL.SE s.r.l., Italy) which enabled
the selection of different integration times of the signal in the
range between 10ms and 1min. Figure 10 shows, for example,
5 cm
Figure 9: Example of a preformprepared by the rod in tubemethod.
the RL versus time signals obtained by irradiating the Ce-
doped fibre in two different experimental setups: (a) photons
beams produced by a 6MV linear accelerator operating at
different dose rates and (b) protons with an initial energy
of 138MeV produced by a cyclotron using the spot scanning
technique.
The high RL efficiency of Ce-doped fibres makes the
stem effect contribution almost negligible when stereotactic
fields are used [34]. By contrast, the spurious signal needs
to be subtracted when the fibre is irradiated with larger
fields and/or at different beam orientations. In this situation,
only the use of a second reference fibre enabled an effective
subtraction of the stem effect: for such reason, the acquisition
unit was designed to also contain a secondary PMT, identical
to the first one, which enables the measurement of the stem
effect produced by the irradiation of the second fibre, parallel
to the first one, but without the doped portion.
Other methods for removing the stem effect cannot be
applied. Indeed, temporal gating is not usable because of the
fast scintillation time of Ce3+: indeed, the main component
of the scintillating time was assessed equal to approximately
55 ns [31]. Furthermore, chromatic separation is not suitable
since the scintillation emission band of Ce3+ totally overlaps
the spurious luminescence spectrum, extending in the UV-
VIS region.
Recently, our research has been addressing the use of
dopants emitting in the red and IR region of the visible
spectrum in order to implement alternative methods for
removing the stem effect contribution on the basis of the
analysis of the RL spectra or optical filtering [36–39]. For
this purpose, Eu- and Yb-doped silica fibres were produced
and a thermoelectric cooled back-thinned CCD array spec-
trometer (Prime X, B&W Tek Inc., USA) operating within a
wavelength range 200–990 nm was used as optical detector.
The narrow main peak around 620 nm in the RL spec-
trum of Eu-doped fibre clearly emerged from the continuous
background signal due to the stem effect, as shown in
Figure 11.The net area of the Eu3+ peak, namely, the RL signal
over the spurious signal, proved to act as a Cerenkov-free
dosimetric signal.
A validation of this methodology for removing the stem
effect was obtained through the physical and dosimetric char-
acterization of 6MV large photon fields (measurement of the
output factors, the depth-dose-profile, and transversal beam
profile) and by measuring the RL signals produced by 6MeV
Advances in Optics 7
Time (s)
0 25 50 75 100 125 150 175 200 225 250
RL
 in
te
ns
ity
 (a
.u
.)
0
1000
2000
3000
4000
5000
300UM/min
200UM/min
100UM/min
6MV photons
(a)
Time (s)
0.00 0.05 0.10 0.15 0.20 0.25 0.30 0.35 0.40
RL
 in
te
ns
ity
 (a
.u
.)
0
1000
2000
3000
4000
5000
6000
7000
138MeV protons
(b)
Figure 10: Examples of RL versus irradiation time of the Ce-doped fibre: (a) 6MV photon beam at different dose rate (integration time 1
second), (b) protons with initial energy of 138MeV (integration time 10 milliseconds).
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Figure 11: The RL spectrum of Eu-doped fibre and the stem effect
contribution (irradiation with 6MV photons beam).
electron beams impinging the doped fibre at different angles
[36, 37]. It must be noted that this method for removing the
spurious signal does not require any preliminary calibration,
as well as any assumptions about the invariance of the stem
effect spectrum.
Finally, the luminescence and dosimetric properties of
Yb-doped silica optical fibres are currently being studied.
The sharp RL emission line at 975 nm due to the 2F
5/2
-
2F
7/2
transition of Yb3+ makes this dopant very promising
for a prompt and efficient subtraction of the stem effect
contribution simply by optical filtering [39].
3. Conclusions
In conclusion, the reported data have demonstrated that
intense luminescence is emitted in rare earth doped silica
fibres, whose structural and refractive index properties are
very close to those of pure SiO
2
glass. Easy coupling can be
made between active luminescent fibres and commercial light
transmitting fibres to realize a composite fibre for remote
dosimetry.
The RL tests performed until nowwith different radiation
sources demonstrated a very good linearity in an extended
dose rate interval, suggesting that application could be found
in themedical field for both diagnostics and therapy radiation
monitoring.
The experiments were performed using different diag-
nostic radiological equipment: mammography system, con-
ventional X-rays system, and CT scanner but also protons
produced by cyclotron.
The obtained results are very satisfactory in sensitiv-
ity of the detector, response linearity on a wide range of
doses, response independence to environmental conditions
(pressure, temperature, and humidity), response stability to
short and long time intervals, and response stability and
reproducibility after delivering high doses.
In the medical field the new dosimetric system is not
alternative to conventional dosimetry systems as ionization
chambers, but complementary. This detector, that can be
used for radiation beam characterisation, is also particularly
promising for in vivo dosimetry. The fibres are safe because
they are not electrically powered and are especially indicated
for in vivo dosimetry measurements as they assure very
high spatial resolution for their geometric features (little
diameter and volume) and negligible shading from radiation
in comparison to other dosimetric systems.
Feasibility studies for the use of these doped fibres in
field different from the medical applications are currently
in progress. Particularly, due to the high radiation hardness,
such scintillators could find applications in future detectors
and calorimeters for high energy physics. A further field of
interest could be their application in industrial radiogenic
equipment or nuclear reactors in order to evaluate the
dose for components that need substitution under intense
radiation fields.
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